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Abstract
Perigraft seroma is a rare complication of polytetrafluoroethylene grafts especially in the lower
limb. It is often difficult to treat and recurrence is common. We present a case of a young woman
who sustained a persistent perigraft seroma following a polytetrafluoroethylene graft in the
proximal thigh, which was implanted as an alternative to an arteriovenous fistula. The cause was
not ascertained and this was eventually treated by complete removal of the graft. This case
highlights an unusual complication of polytetrafluoroethylene grafts that are commonly used in
vascular access surgery, which can be challenging to treat.

Introduction
The use of polytetrafluoroethylene (PTFE) grafts has
recently become an accepted alternative to an arteriov-
enous fistula in patients plagued with vascular access
problems. Thrombosis and infection are amongst the
major causes of morbidity reported in patients with PTFE
grafts [1]. We report a rare case of a PTFE graft for vascular
access complicated by a persistent serous leak predispos-
ing to recurrent seromas and subcutaneous groin oedema
[2,3].

Case Presentation
We present a 31-year-old female British national of Asian
ethnicity who was electively admitted for fashioning of a
loop PTFE graft to the right thigh. Intra-operatively, the
arterial and venous limbs of the graft were anastomosed
end-to-side to the superficial femoral artery and femoral
vein respectively. A good thrill and bruit were docu-
mented post-procedure.

Post operatively, swelling and tenderness was noted
around the groin incision extending over the subcutane-
ous tunnel of the looped segment of the graft. In a fort-
night, the thigh remained swollen and tender to touch.
Intermittent temperature spikes were noted with a moder-
ate leucocytosis and an elevated C-reactive protein (CRP).
This was treated conservatively with broad spectrum intra-
venous antibiotics and compression stockings. Serial
ultrasound scans confirmed a groin collection, subcutane-
ous oedema of the thigh and good flows in the graft. Two
wound explorations were performed for evacuation of
perigraft haematomas and washouts. Unfortunately, on
each occasion, the swelling resumed.

As a means of symptomatic relief, a 14-gauge (14G) can-
nula connected to a free drainage system was inserted into
the swelling. This drained 1.7 litres of serous fluid over-
night. In suspect of a lymphatic leak, a pre-operative lym-
phangiogram was performed and the patient consented
for surgery.
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Intra-operatively, we observed active oozing serum from a
3 cm portion of the arterial limb of the PTFE graft adjacent
to the anastomotic site (Figure 1). This condensation of
serous fluid was rapid and seems to occur only on the
specified graft segment (Figure 2). A decision to apply tis-
sue glue to this condensing surface of the graft was made
in an attempt to cease further extravasation of serous fluid
(Figure 3). Unfortunately, the swelling resumed 24 hours
post-operatively and informed consent was obtained for
graft removal. At operation, the glued patch was noted to
have lifted off the surface of the graft. The limbs of the
graft were disconnected and the entire loop segment
removed.

Discussion
Perigraft seroma is a rare complication of PTFE grafts. The
aetiology of this enhanced graft permeability is unclear. It
was suggested that the serous component of blood was

seeping out of the graft lumen due to removal of the
coiled rings on the graft surface. This was disputed by the
graft manufacturers. Indeed, the site of serous leakage did
not coincide with the position of the rings though it
remains doubtful if similar condensations were occurring
along the tunnelled segment of the graft. The use of intra-
operative Betadine washouts was also questioned as a
possible cause of increased graft permeability.

We have had two previous experiences with similar phe-
nomena (unpublished). Of those, one was amenable to
sealing with topical administration of haemostatic agents.
The value of this case, in our opinion, is that it highlights
an unusual complication of PTFE grafts that are com-
monly used in vascular access surgery.
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Serous fluid accumulating on the graft surfaceFigure 1
Serous fluid accumulating on the graft surface.

Rapid re-accumulation of serous fluid on the graft surfaceFigure 2
Rapid re-accumulation of serous fluid on the graft 
surface.

Application of tissue glue to the condensing surface of the graftFigure 3
Application of tissue glue to the condensing surface 
of the graft.
Page 2 of 3
(page number not for citation purposes)

http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=1391700


Cases Journal 2009, 2:195 http://www.casesjournal.com/content/2/1/195
Publish with BioMed Central   and  every 
scientist can read your work free of charge

"BioMed Central will be the most significant development for 
disseminating the results of biomedical research in our lifetime."

Sir Paul Nurse, Cancer Research UK

Your research papers will be:

available free of charge to the entire biomedical community

peer reviewed and published immediately upon acceptance

cited in PubMed and archived on PubMed Central 

yours — you keep the copyright

Submit your manuscript here:
http://www.biomedcentral.com/info/publishing_adv.asp

BioMedcentral

2. Bosman PJ, Blankestijn PJ, Graaf Y van der, Heintjes RJ, Koomans HA,
Eikelboom BC: A comparison between PTFE and denatured
homologous vein grafts for haemodialysis access: a prospec-
tive randomised multicentre trial. The SMASH Study
Group. Study of Graft Materials in Access for Haemodialysis.
Eur J Vasc Endovasc Surg 1998, 16(2):126-132.

3. Slater ND, Raftery AT: An evaluation of expanded poly-
tetrafluroethylene (PTFE) loop grafts in the thigh as vascular
access for haemodialysis in patients with access problems.
Ann R Coll Surg Eng 1988, 70(4):243-245.
Page 3 of 3
(page number not for citation purposes)

http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=9728431
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=9728431
http://www.biomedcentral.com/
http://www.biomedcentral.com/info/publishing_adv.asp
http://www.biomedcentral.com/

	Abstract
	Introduction
	Case Presentation
	Discussion
	Competing interests
	Authors' contributions
	Consent
	References

